1. Introduction {#sec1-1}
===============

Cancers arising in mucosal tissue are responsible for approximately 200,000 deaths annually \[[@r1]\], and thus represent a major public health concern. Clinical studies have indicated that significant improvements in detection of early stage mucosal neoplasia may be possible with optical approaches based on ultraviolet-visible (UV-Vis) spectroscopy and imaging \[[@r2]\]. In order to develop numerical models that realistically describe and predict spectroscopic device performance, critical data on fundamental tissue optical properties (OPs) are needed. Furthermore, advances in OP measurement may lead to a more quantitative, reliable approach for detecting subtle neoplasia biomarkers, such as changes in cellular microstructure that alter scattering properties. However, there are currently no well-established approaches for performing such measurements *in vivo*.

Most OP studies in the broadband UV-Vis range assume that tissues are homogenous. Bargo *et al.*used a dual-fiber probe to deliver white light and measure reflectance from tissue using a diode array spectrophotometer \[[@r3]\]. This study used the diffusion approximation \[[@r4]\] to simulate light transport from the illumination fiber to the detection fiber. Rajaram *et al.*\[[@r5]\] performed UV-Vis OP measurements in homogenous phantoms with a fiber-optic probe based on a look-up table generated from experimental measurement of phantoms. This study involved determination of hemoglobin (Hb)-based phantom OPs over a wide range of absorption (*µ*~a~, 0-53.3 cm^−1^) and reduced scattering (*µ*~s~′, 2.2-71 cm^−1^) coefficients.

In recent years there has been increasing interest in OP measurement in layered tissue, since most mucosal tissues (e.g., cervix, esophagus and colon) consist of distinct layers. Normal cervical tissue, for example, comprises a squamous epithelial layer 0.2-0.5mm thick above a stromal layer that is sufficiently thick as to be considered semi-infinite for UV-Vis spectroscopy \[[@r6],[@r7]\]. *In vitro* studies have indicated that layer-specific changes in the fundamental OPs of mucosal tissues---absorption and scattering coefficients---occur during carcinogenesis \[[@r8]\]. Farrell *et al.*\[[@r7]\] and Alexandrakis *et al.*\[[@r9]\] performed theoretical studies relevant to near-infrared spectroscopy of two-layer tissues in which top-layer thickness (D) ranged from 1 to 2.5 mm. A more recent study of two-layer turbid media by Tseng *et al.*\[[@r10]\] involved simultaneous analysis of spectral and spatial reflectance data. A nonlinear curve fitting method was used to estimate OPs, however, no layered phantom or tissue was measured. Fawzi *et al.*\[[@r11]\] determined the OPs of a two-layer phantom at 660 nm by deducing the top- and bottom- layer OPs in two steps. The phantom consisted of Al~2~O~3~ as scatterer and dyes as absorbers. The method is useful for OP measurement only when D is greater than 5 mm. In our previous study we developed experimental and analytical approaches for determining OPs in two-layer turbid media over a wide range of *µ~a~* (1.0-22.5 cm^−1^) and *µ~s~′* (5.0-42.5 cm^−1^) at three UV-Vis wavelengths (375, 445, and 543nm) using a fiber-optic-based reflectance system \[[@r12]\]. In order to generate a thorough description of tissue OPs relevant to optical spectroscopy, however, broadband UV-Vis measurements are needed.

The intent of this study was to develop a simple and accurate fiber-optic approach for determination of broadband OPs of layered mucosal tissue in the UV-Vis, enabling discrimination of normal and dysplastic mucosa. We developed neural network (NN) inverse models and a fitting algorithm for estimating OPs in two-layer turbid media over the 350-600 nm range. The accuracy of our approach was initially evaluated using simulated reflectance data with and without added noise. We then performed an experimental assessment by measuring two-layer phantoms simulating normal and neoplastic mucosal tissues.

2. Methods {#sec1-2}
==========

A multi-stage OP estimation approach was developed, including inverse NN models trained with data from two-layer Monte Carlo (MC) simulations and a nonlinear spectral fitting algorithm. Evaluation of this technique was performed through theoretical analyses of simulated reflectance data as well as experimental broadband measurements of tissue phantoms with a UV-Vis fiber-optic reflectance spectroscopy system.

2.1. Model development {#sec2-1}
----------------------

### 2.1.1. Condensed two-layer MC model {#sec3-1}

A condensed two-layer MC model \[[@r12]--[@r15]\] was used to generate an extensive set of OP-reflectance data. The model began with a baseline MC simulation. The homogeneous medium used for the baseline simulation in the condensed MC modeling was assigned the following OPs: *μ~a~* = 1 cm^−1^, *μ~s~* = 100 cm^−1^, and *g* = 0.9 (*μ~s~*´ = 10 cm^−1^). The index of refraction (*n*) of the fibers was 1.46 and *n* = 1.34 for the tissue. In the baseline simulation 6,000,000 photons were launched in uniform spatial distribution over the fiber face and angular distribution specified by the numerical aperture (NA) of 0.22. Convolution and scaling equations were then employed to generate reflectance data based on over 20,000 sets of OPs of two-layer tissues distributed at regular intervals over the following ranges: 0.01 −25 cm^−1^ for *µ~a~* and 1-50 cm^−1^ for *µ~s~*′. The probe geometry was based on the experimental fiber-optic probe design and our primary probe-geometry optimization results. It consisted of seven linearly arranged fibers, one for illumination and 6 for detection ([Fig. 1](#g001){ref-type="fig"} Fig. 1Diagram of diffuse reflectance spectroscopy system for OP measurement.) with illumination-collection distances of 0.25, 0.5, 1.0, 1.5, 2.0 and 2.25 mm (center-to-center). Each fiber had a core diameter of 0.2 mm and an NA of 0.22.

### 2.1.2. Two-stage inverse NN modeling {#sec3-2}

MC-generated data were used to train feed-forward back-propagation NN inverse models. The NN models were designed to predict four OPs of a two-layer tissue \[top-layer *μ~a~* (*μ~a~*~1~), top-layer *μ~s~*′ (*μ~s~*~1~′), bottom-layer *μ~a~* (*μ~a~*~2~) and bottom-layer *μ~s~*′ (*μ~s~*~2~′)\] per wavelength based on spatially-resolved reflectance inputs. Due to the large parameter space and number of simulations required, each NN model was trained with data based on a specific D value. Thus, this approach assumed *a priori* knowledge of D. Two D values were studied: 0.22 and 0.44 mm. These values are within the range that occurs in normal and neoplastic cervical tissue \[[@r16]\], although in some epithelial tissues, superficial layer thickening may correlate with neoplasia \[[@r17]\]. For each D value, two NN models (NN\#1 and NN\#2) were developed. Each NN model had six inputs, two hidden layers of seven neurons each and an output layer of four neurons, and was developed based on simulated reflectance data (12^4^ data sets). The six inputs were reflectance values from detection fibers of the probe ([Fig. 1](#g001){ref-type="fig"}). In the NN models, 12 *µ~a1~* values and 12 *µ~a2~* values at regular intervals were used over ranges of 0.1-25 cm^−1^ for NN\#1 and 0.01-5 cm^−1^ for NN\#2, and 12 *µ~s1~*′ values and 12 *µ~s2~*′ values at regular intervals were used over a range of 1-50 cm^−1^ for both NN\#1 and NN\#2.

The OPs of two-layer tissues were estimated in two stages. For any set of reflectance values, NN\#1 was applied initially. If the predicted *µ~a~*~2~ value was below 4 cm^−1^, NN\#2 was used to obtain the final results. Otherwise, the OPs from NN\#1 were recorded as the final results. We called this two-stage approach the "2NN" approach. On the other hand, if only NN\#1 was used to get the final results for all the OP range, the one-stage approach was called "1NN" approach. By performing this process for each reflectance distribution at each wavelength, it was possible to generate OP spectra.

### 2.1.3. Fitting algorithms {#sec3-3}

A nonlinear least squares fitting routine was used to optimize the NN-predicted OP spectra based on established spectral signatures of tissue scatterers and absorbers \[[@r18],[@r19]\]. The OPs after fitting were called results from the "FIT" approach. The fitting equation for *µ~s~*′ was *μ*~s~′ = *a* ∙ λ*^b^*, where λ is the wavelength, *a* and *b* are fitting coefficients \[[@r18]\]. Since the absorbance spectrum of the top layer is expected to be monotonically decreasing with wavelength, the following fitting equation was used: *μ*~a1~ = *a* ∙ λ*^b^* \[[@r19]\]. Because the true values of *µ*~a1~′, *µ*~s1~′ and *µ*~s2~′ should decrease with wavelength, the restriction *b* \< 0 was implemented.

Given the findings of prior studies \[[@r18]\], bottom-layer absorption was assumed to be a linear contribution of the predominant absorbers Hb and HbO~2~. Thus, the fitting equation was *μ*~a2~ = *f*~1~ ∙ \[*f*~2~ ∙ *ε*~HbO2~ + (1- *f*~2~) ∙ *ε*~Hb~\], where *f*~1~ is the total concentration of Hb, *f*~2~ is the oxygen saturation, and *ε*~HbO2~ and *ε*~Hb~ are molar extinction coefficients of oxygenated and deoxygenated Hb. The value of *f*~2~ was restricted between 70% and 100% according to the literature \[[@r20],[@r21]\].

2.2. Theoretical evaluation {#sec2-2}
---------------------------

The inverse modeling and fitting components of our OP measurement approach were evaluated using reflectance data generated from condensed MC simulations based on hypothetical two-layered phantoms. The two cases studied used the same OP ranges based on data from *in vitro* measurements of normal layered- bronchial \[[@r8]\] and cervical \[[@r22]\] tissues, but different D values: 0.22 and 0.44 mm. The bottom-layer thickness of each phantom was 2 cm which was considered as semi-infinite. OP values were based on the hypothetical phantoms in which the top- and bottom-layer absorbers were India ink with a volume concentration of 0.05% and Hb with the concentration of 1.8 mg/mL respectively. Scattering was based on microsphere (1 μm diameter, polystyrene) concentrations in top and bottom layers of 0.2% and 0.7% (by weight), respectively. The true, or target OPs (TAR) of these imaginary phantoms were calculated by applying Beer's law from the actual absorbance of pure solute absorbers measured with a spectrophotometer for *µ~a~* and Mie theory for *μ~s~*′. The OP results from the approach were compared with the TAR values for situations without noise and with 5% uniform random noise added to the reflectance.

2.3. Experimental evaluation {#sec2-3}
----------------------------

### 2.3.1. Broadband reflectance spectroscopy system {#sec3-4}

The reflectance spectroscopy system ([Fig. 1](#g001){ref-type="fig"}) incorporated a 35 Watt xenon lamp (HPX-2000, Ocean Optics, Dunedin, FL), a custom designed fiber-optic probe, a spectrograph with cooled imaging CCD (Insight 400, Princeton Instruments, Trenton, NJ) and a laptop with MATLAB® (Mathworks, Natick MA) running customized routines. The probe geometry was the same as described in Section 2.1.1. The legs of the probe were connected to in-line neutral density (ND) filters to attenuate short separation distance fibers and thus enable simultaneous measurements of all fibers at the CCD while maximizing the useable dynamic range.

The system was calibrated before each measurement. Reflectance (*R*) from a detection fiber is the fraction of incident light from the illumination fiber that is collected by this detection fiber (*I*). Its value at each wavelength is proportional to *I* over intensity collected from a Spectralon® target (*I*~0~) by a calibration factor (*k*) as shown in [Eq. (1)](#e1){ref-type="disp-formula"}. Since OPs of a tissue are a function of wavelength (λ), *R*, *I* and *I*~0~ are also functions of λ. The introduction of *I*~0~ can reduce the error from the power variations between operations.

R

(

λ

)

=

k

(

λ

)

I

(

λ

)

I

0

(

λ

)

The value of *k*(λ) for each detection fiber was obtained through calibration. During calibration, a series of five single-layer tissue-simulating phantoms were created from deionized water, 1 μm diameter polystyrene microspheres (Polybead® Microspheres, Polysciences, Inc.) and nigrosin (Sigma N4754). The OP ranges of these phantoms were 2.14-10.5 cm^−1^ for *μ~a~* and 4-32 cm^−1^ for *µ~s~*´. For each phantom, theoretical *R*(λ) from each detection fiber was calculated with the condensed MC algorithm based on the theoretical *μ~a~*(λ) and *µ~s~*´ (λ) of phantoms according to Beer's law and Mie theory. *I*(λ) was measured from contact measurement of phantoms whereas *I*~0~(λ) was measured from a Spectralon® target at a distance of 1 cm. For each fiber and at each wavelength, a graph of *R*(λ) versus *I*(λ)/*I*0(λ) was constructed based on the data from all the phantoms and used to determine a linear best fit. The slope of this line was *k*(λ) which should remain constant for different tissues. Once *k*(λ) for each detection fiber was obtained, *R*(λ) of a phantom was calculated according to [Eq. (1)](#e1){ref-type="disp-formula"} and used to estimate OPs with our two-stage NN-based inverse model.

### 2.3.2. Layered phantom measurements {#sec3-5}

Experimental measurements were performed on four two-layer, tissue-simulating phantoms. Two of these phantoms simulated normal epithelial tissues (with D = 0.22 and 0.44 mm) and two simulated dysplastic epithelial tissues with the same D values. The OP ranges of these phantoms were based on *in vitro* data for bronchial \[[@r8]\] and cervical \[[@r22]\] tissues from the literature. The differences between normal and dysplastic phantoms account for molecular and structural changes that occur in individual mucosal tissue layers with neoplastic progression, including increased scattering from epithelial cells, decreased scattering from collagen fibers in the stroma, and increased absorption in the stroma due to angiogenesis \[[@r6]\].

Phantoms were constructed with deionized water, agarose (Type VII, Sigma A-9045), Hb (Hb A0, ferrous stabilized human, Sigma H0267), black India ink (Waterproof, Higgins**)** and 1.0 μm diameter polystyrene microspheres (Polybead^®^ Microspheres, Polysciences, Inc.). Type VII agarose was chosen for its low gelling temperature and easy construction of layered phantoms. Microspheres and Hb were chosen for their optical similarity to tissue scatterers and chromophores in the UV-Vis spectral range. Microspheres of 1 µm diameter have commonly been used to simulate the cellular and structural protein scatters in tissue \[[@r23]\]. The final concentration of agarose in phantom was 1%. In order to evaluate the potential for phantom fluorescence to affect OP estimates, we performed fiber-optic measurements of a microsphere-agarose phantom using laser sources at 375, 405, 445 and 543 nm and the aforementioned spectrograph and camera ([Fig. 1](#g001){ref-type="fig"}). The signal levels detected by each fiber in spectral regions between the laser lines and 600 nm were more than 4 orders of magnitude less than that detected at the illumination wavelength. Furthermore, given the extremely low quantum yield of tissue fluorophores, it is unlikely that diffuse reflectance would be significantly affected by endogenous fluorescence. According to the target OP values of each layer, the concentrations of absorbers (Hb and ink) were calculated by applying Beer's law for absorbance of pure solute absorbers measured with a spectrophotometer (UV-3100PC, Shimadzu Inc., Columbia, MD) and that of microspheres were calculated with Mie theory. The structure and composition of the two normal epithelial tissue phantoms were the same as that of the hypothetical phantoms described in Section 2.2. Compared with the phantoms simulating normal tissues, the two phantoms simulating dysplastic tissues had the following differences: (1) top-layer microsphere concentration was increased from 0.2% to 0.5% in order to simulate increased cell density, (2) bottom Hb was increased from 1.8 to 2.7 mg/mL to simulate the increased blood content, and (3) bottom-layer microsphere concentration was decreased from 0.7% to 0.5% to simulate degraded collagen fibers.

To construct a phantom, the agarose-water mixture was heated at 65°C until the agarose dissolved. Measurements showed that the agarose gel was transparent in 350-600 nm. Another water-Hb-microsphere mixture was warmed at 40 °C (overheating of the mixture may change the absorption spectra of Hb) for 2 minutes and combined with the water-agarose solution. The final mixture was then transferred into a small cylindrical container with diameter and thickness of 2 cm to achieve a bottom layer that was essentially semi-infinite. By molding the phantom mixture between two microscope slides using cover slips (0.22 mm thickness) as spacers, it was possible to achieve top phantom layers that were 0.22 and 0.44 mm thick. No membrane was used between these two layers since experiments showed that a membrane would affect the reflectance signal if the top layer was thinner than 0.66 mm. In each case, three two-layered phantoms with same OPs were created and the mean estimated OPs were determined. Mean standard deviation of all cases was 1.9 cm^−1^. To perform a measurement, the fiber-optic probe was placed gently on a phantom such that the tip was flush with the phantom surface. By measuring the layered phantom OPs and comparing results with the target values it was possible to determine measurement accuracy.

3. Results {#sec1-3}
==========

3.1. Theoretical evaluation of the OP measurement approach {#sec2-4}
----------------------------------------------------------

[Figure 2](#g002){ref-type="fig"} Fig. 2Theoretical evaluation of OP prediction accuracy for D = 0. 22 mm (a, c, e, g) and D = 0.44 mm (b, d, f, h). TAR: target values from Beer's law and Mie theory; 1NN: values from NN\#1; 2NN: values from NN\#1 and NN\#2; FIT: fitted values based on 2NN. shows a comparison of four curves for each OP parameter and D value considering noise-free reflectance of the hypothetical phantoms: (1) the TAR values from Beer's law and Mie theory; (2) the values from the 1NN approach; (3) the values from the 2NN approach; and (4) the fitted values based on 2NN (FIT). With the TAR values as reference, [Table 1](#t001){ref-type="table"} Table 1Mean OP Estimation Errors Error (cm^−1^)Error (percentage)D = 0.22 mmD = 0.44 mmD = 0.22 mmD = 0.44 mm1NN2NNFIT1NN2NNFIT1NN2NNFIT1NN2NNFIT*µ~a1~*2.51.71.23.81.51.072%44%35%111%39%29%*µ~s1~\'*2.91.81.32.81.30.539%23%16%37%17%6%*µ~a2~*1.10.60.51.41.11.065%22%16%61%35%29%*µ~s2~\'*4.72.72.25.63.62.818%10%8%21%14%11%Average2.81.71.33.41.91.349%25%19%58%26%19% quantitatively summarizes the absolute and percentage mean errors of 1NN, 2NN and FIT approaches. The results in [Fig. 2](#g002){ref-type="fig"} indicate that fitting significantly improved the agreement between predicted and target OPs by removing noise and irregular features seen in predicted *µ*~a1~, *µ*~s1~′, and *µ*~s2~′ values at 380--440 nm. Quantitatively, the 2NN approach reduced OP prediction error (cm^−1^) of the 1NN approach by 39% when D was 0.22 mm and 44% when D was 0.44 mm. Corresponding values for the FIT approach were 53% and 61%. In general, both the 2NN and the FIT approaches significantly reduced the 1NN predicted errors of all the OPs for both thicknesses. Fitting produced further reduction in 2NN-predicted errors by 22% and 28% when D was 0.22 and 0.44 mm, respectively. The fitting algorithm was most effective for *µ*~s1~′ when D was 0.44 mm, with the error of 0.46 cm^−1^ (or 6%). Mean error results presented in [Table 1](#t001){ref-type="table"} indicate moderate levels of accuracy across OPs and cases, although, on average µ~s~′ estimation was more accurate than µ~a~ (9% vs. 29% error, respectively).

[Figure 3](#g003){ref-type="fig"} Fig. 3Theoretical estimates of OP prediction accuracy based on data from [Fig. 2](#g002){ref-type="fig"}. provides a composite assessment of all predicted OP values in [Fig. 2](#g002){ref-type="fig"}. The µ~a~ results \[[Fig. 3(a)](#g003){ref-type="fig"}\] include data for *µ*~a1~ and *µ*~a2~ and indicate good agreement across more than two orders of magnitude variation. Predictions of µ~s~′, including *µ*~s1~′ and *µ*~s2~′, also show good agreement, although the range of µ~s~′ values is much more limited \[[Fig. 3(b)](#g003){ref-type="fig"}\]. Linear fits to data in [Fig. 3(a)](#g003){ref-type="fig"} and [Fig. 3(b)](#g003){ref-type="fig"} have R^2^ values of 0.89 and 0.91, respectively. In both cases, a significant component of the error was due to OPs of thin superficial layers; by removing data for D = 0.22 mm, R^2^ values improved to 0.95 and 0.94.

Nonlinear spectral fitting was especially valuable if there was noise in the reflectance signal. As an example, [Fig. 4](#g004){ref-type="fig"} Fig. 4Theoretical evaluation of 2NN and FIT approaches based on reflectance data with added noise (D = 0.22 mm). shows the bottom layer OPs for D = 0.22 mm based on the 2NN and FIT approaches when 5% noise was added to the reflectance. This figure illustrates the degree to which the fitting approach smoothed and improved 2NN predicted OP spectra. A summary of mean errors for all OPs and both D values in the 5% added noise case are shown in [Table 2](#t002){ref-type="table"} Table 2Mean OP Estimation Errors with 5% noise Errors (cm^-\ 1^)Errors (percentage)D = 0.22mmD = 0.44mmD = 0.22mmD = 0.44mm2NNFIT2NNFIT2NNFIT2NNFIT*µ~a1~*2.61.31.90.773%34%58%20%*µ~s1~\'*5.81.55.80.378%20%77%4%*µ~a2~*0.81.20.60.930%39%18%29%*µ~s2~\'*3.33.82.53.413%15%10%14%Average3.11.92.71.348%27%41%17%. Again, when D = 0.44 mm, the FIT approach achieved the most accurate results for *µ*~s1~′ (4%) which otherwise had the largest error (77%) based on 2NN estimates. Comparing [Table 1](#t001){ref-type="table"} and [Table 2](#t002){ref-type="table"}, noise significantly increased prediction errors of the 2NN approach, by 84% when D = 0.22 mm and by 44% when D = 0.44 mm. However, these values were 48% and 0% for the FIT approach, indicating a significant reduction in the effect of noise on prediction accuracy.

The prediction of OPs with the FIT approach was strongly related to D ([Fig. 5](#g005){ref-type="fig"} Fig. 5Summary of the theoretical accuracy of our OP predication method using (a) noise-free and (b) noise-added reflectance data.). As D increased from 0.22 mm to 0.44 mm, prediction error of top-layer OPs decreased by 42% while that of bottom layer OPs increased by 40% in noise-free case. These trends are in agreement with expected variations in accuracy based on prior studies of layered turbid media \[[@r7],[@r12]\]. In both noise-free and noise-added cases the predicted top-layer OPs were more accurate when D was 0.44 mm than when D was 0.22 mm. This was likely due to the fact that the fraction of detected photon path lengths spent in the superficial layer (and thus sensitivity to that layer) was directly related to D. On the other hand, the prediction of bottom layer OPs was more accurate when D was 0.22 mm than when D was 0.44 mm for the noise-free case. While the conclusions for the noise-free case did not hold for the bottom layer OPs of the noise-added case, they were true for the top-layer OPs with the *µ*~s1~′ prediction having the smallest error (4%) when D was 0.44 mm.

The erroneous spectral shape of predicted *µ*~a1,~ *µ*~s1~\' and *µ*~s2~\' spectra with the 2NN approach ([Fig. 2](#g002){ref-type="fig"} and [Fig. 4](#g004){ref-type="fig"}) in the 380-450 nm range was likely due to crosstalk---when one OP parameter influences the prediction accuracy of other OPs \[[@r7]\]. Since we did not see crosstalk when using single layered model \[[@r24]\], it is likely that this effect increases with number of output parameters, along with OP estimation error \[[@r25]\]. In addition, at high *µ*~a2~, simulated reflectance values were similar regardless of the other OP values as illustrated in [Fig. 6](#g006){ref-type="fig"} Fig. 6Simulation results showing reflectance as function of distance from center of illumination fiber and OPs when D = 0.44 mm: numbers in the legends have units of cm^--1^. (a) Change in µ~s1~\' and (b) change in µ~s2~\'. As a result, prediction accuracy was low at high values of *μ*~a2~. A similar case occurs at high *μ*~s2~\'.

3.2. Experimental measurement of two-layer-phantom OPs {#sec2-5}
------------------------------------------------------

The predicted OPs from phantoms representing normal and dysplastic epithelial tissues are shown in [Fig. 7](#g007){ref-type="fig"} Fig. 7Experimental evaluation of OP estimates (FIT) as compared to target/true (TAR) values for phantoms representing normal mucosal tissue \[D = 0.22mm: (a), (c); D = 0.44mm: (b), (d)\]. and [Fig. 8](#g008){ref-type="fig"} Fig. 8Experimental evaluation of OP estimates based on phantoms representing dysplastic mucosal tissue \[D = 0.22mm: (a), (c); D = 0.44mm: (b), (d)\].. These figures compare experimental OP estimates with true values from the top layer \[[Figs. 7(a)](#g007){ref-type="fig"}, [7(b)](#g007){ref-type="fig"}, [Figs. 8(a)](#g008){ref-type="fig"}, [8(b)](#g008){ref-type="fig"}\] and bottom layer \[[Figs. 7(c)](#g007){ref-type="fig"}, [7(d)](#g007){ref-type="fig"}, [Figs. 8(c)](#g008){ref-type="fig"}, [8(d)](#g008){ref-type="fig"}\] for normal ([Fig. 7](#g007){ref-type="fig"}) and dysplastic ([Fig. 8](#g008){ref-type="fig"}) tissues. They show generally good agreement between predicted and true phantom OP spectra. The *μ~a~*~2~ predictions were relatively accurate as a whole, although at certain longer wavelengths in the normal case where *μ~a~*~2~ was particularly low, errors exceeded 40%.

[Table 3](#t003){ref-type="table"} Table 3Mean OP prediction errors from phantoms Errors (cm^-\ 1^)Errors (percentage)PhantomsNormalDysplasticNormalDysplasticD (mm)0.220.440.220.440.220.440.220.44*µ~a1~*1.11.52.00.634%42%58%19%*µ~s1~\'*1.01.211.83.112%15%64%16%*µ~a2~*0.50.71.01.021%27%18%18%*µ~s2~\'*8.24.65.30.831%18%29%4%Average2.72.05.01.325%26%42%14% summarizes mean prediction errors from the aforementioned figures. This data indicates that prediction of *µ~s1~*′ had the greatest error when D was 0.22 mm. The reason was that the top layer was so thin and minimally attenuating that it had a minor impact on light propagation and thus detected reflectance carried little information of this layer. On the other hand, when D = 0.44 mm mean prediction errors for µ~s~′ cases were all less than 18%. In general, [Table 3](#t003){ref-type="table"} shows higher mean errors than the theoretical results ([Table 1](#t001){ref-type="table"}), due to experimental error. This includes detector noise, particularly for large separation distance fibers and high attenuation conditions, and variations in true phantom OPs and thickness.

While the variations in accuracy with D shown in [Table 3](#t003){ref-type="table"}, are not strong and monotonic as in our prior study \[[@r12]\], the impact of top-layer thickness on accuracy is evident to some degree. Three of the four highest error entries in this table represent top-layer OPs in phantoms with thin superficial layers (D = 0.22 mm). As D was increased to 0.44 mm, there was strong improvement in accuracy of top-layer OPs for the dysplastic phantom, although no corresponding trend is seen for the normal phantoms. The influence of D on OP estimation accuracy is due to mean relative pathlength in each layer for detected photons, and thus relative sensitivity to each layer, which is related to fiber-optic probe design. The lessening of this effect in the experimental results may be due to a number of factors, including noise in the reflectance data, the low attenuation in the superficial layer and crosstalk effects.

Because of the crosstalk, large errors in top-layer OPs were produced during two-layer estimates. These results can be compared to results for a single-layer tissue, and thus prediction of a single scattering and absorption coefficient for each sample. [Figure 9](#g009){ref-type="fig"} Fig. 9OP predictions based on experimental measurements of single-layer phantoms representing the (a) top and (b) bottom layers of normal tissue. shows experimental OP measurements for single-layer phantoms. This involved use of an algorithm similar to FIT, and a NN model with two output values instead of four. The target OPs in [Figs. 9(a)](#g009){ref-type="fig"}, [9(b)](#g009){ref-type="fig"} were the same as those of top- \[[Fig. 7(a)](#g007){ref-type="fig"}\] and bottom- \[[Fig. 7(c)](#g007){ref-type="fig"}\] layer OPs of the phantom representing normal tissue. The mean errors in both graphs of [Fig. 9](#g009){ref-type="fig"} were 4%, which can be compared with mean two-layer errors of 23% in [Fig. 7(a)](#g007){ref-type="fig"} and 26% in [Fig. 7(c)](#g007){ref-type="fig"}.

4. Discussion {#sec1-4}
=============

Our prior study with UV-Vis lasers \[[@r12]\] shows that there is a strong relationship between D and prediction accuracy of OPs. As D increases from 0.22 mm to 0.44 mm, the prediction of top-layer OPs improves significantly while that of bottom layer OPs gets worse. While the theoretical study of noise-free cases showed the same trend, it was not completely true for the theoretical study of noise-added cases and the experimental study. On average, estimated mean errors in the experimental study were 1.6 cm^−1^ (46%) for *µ~a~*~1~, 6.4 cm^−1^ (38%) for *µ~s~*~1~*\'*, 0.8 cm^−1^ (20%) for *µ~a~*~2~ and 6.8 cm^−1^ (30%) for *µ~s~*~2~\' when D = 0.22 mm. When D = 0.44 mm, these numbers were 1.0 cm^−1^ (31%), 2.1 cm^−1^ (16%), 0.9 cm^−1^ (22%) and 2.7 cm^−1^ (11%). On average, both the top and bottom OPs were more accurate when D was 0.44 mm than when D was 0.22 mm. This could be explained by the fact that the prediction accuracy of both layers is linked by the use of a single NN model that simultaneously estimates all four values, thus an erroneous prediction of OPs in one layer may affect predictions for the other.

As seen in both theoretical evaluation and experimental measurements, *μ~a2~* had a strong impact on the prediction accuracy of other OPs, especially near Hb absorption peaks at 380-440 nm. The influence of Hb absorption on OPs was studied by Bargo *et al.*\[[@r3]\]. As shown in their results, the OP analysis using fiber-based reflectance allows the crosstalk between absorption and scattering at highly absorptive wavelengths. In our experimental results, the mean errors of bottom layer OPs did not change significantly when D increased from 0.22 to 0.44 mm. These results implied that, compared with the effect of D, noise and crosstalk effect contributed a larger impact on the prediction of OPs when D was small. Crosstalk in prediction of layered tissue OPs has been also noted in prior studies \[[@r7],[@r12]\]. However, these features were not noted at all wavelengths, tended to be localized spectrally and had a relatively minor impact on overall prediction accuracy.

The benefit of using spectral fitting for OP data was significant, likely due in part to the averaging of errors across the measured spectrum. Overall, fitting improved the error range of experimental OP prediction from 39 to 67% to 21-38%. Analysis of unfitted predictions generated by the NN model was also useful in identifying sources of error. One key feature in some of these predictions was a significant impact of the Hb Soret absorption band near 415 nm on prediction of *μ~a~*~1~, *μ~s~*~1~′, and *μ~s~*~2~′. The similar fitting approach was used by Bargo *et al.*\[[@r3]\], Reif *et al.*\[[@r18]\] and Ramella-Roman and Hidler \[[@r26]\] to calculate total reflectance. However, the comparison between original OPs and fitted OPs was not available in these studies.

Top-layer thickness is a key factor in determination of layered tissue OPs and may be significant for neoplasia detection. Studies on epithelial thickness in early laryngeal cancer show that the vocal fold mucosa thickens progressively with dysplasia, while additional inflammation did not have any significant influence on the total epithelial thickness \[[@r27],[@r28]\]. A prior study indicated that epithelial thickness is decreased in oral mucositis and inflammatory components \[[@r29]\]. Investigation of bronchial epithelium by Lam *et al.*shows that mild, moderate and severe dysplasia are significantly thicker than metaplasia (P = 0.002) \[[@r17]\]. On the other hand, Walker *et al.*show that the thickness of cervical squamous epithelium is not correlated with tissue pathology \[[@r16]\]. While there is no general consensus about the correlation between epithelial thickness and tissue pathology for epithelial tissues, a relationship may exist for specific tissue types and/or conditions. Ideally, a NN model could be developed which accounted for the four OP values as well as D, however, this would be highly challenging due to the quantity of training data required and the likely increase in uncertainty of predicted values. In a prior study, results indicated that the accuracy of OP and D predictions degrade strongly with number of unknowns \[[@r25]\]. For a three-variable fit, the accuracy levels of 19% for D, 21% for *μ~a~* and 6% for *μ~s~*′. No results were presented for four-variable fits and prediction of five unknowns produced errors "typically greater than 200%" which were ascribed to the lack of a unique solution. Therefore, a more realistic approach would involve the use of a noninvasive technique like optical coherence tomography to determine D, and the development of NN models for a range of individual D values.

Prior theoretical studies of layered tissue OP measurement relevant to UV-Vis spectroscopy of mucosal tissue have also shown promising results. Liu and Ramanujam \[[@r30]\] sequentially estimated OPs of superficial and deep layers, using probe designs that enabled depth-selectivity and an inverse MC for the OP determination from reflectance values. They identified percentage deviation (averaged over wavelength range) ranges of −14.7% to 31.4% for *μ~a~*~1~, −12.6% to −5.3 for *μ~s~*~1~′, −12.6% to 6.6 for *μ~a~*~2~, and −18.3 to −1.8% for *μ~s~*~2~′. Error varied significantly with D, but without any apparent trends. The OP ranges of this study were limited to *μ~a~* = 1-10 cm^−1^ and *μ~s~*′ = 7-30 cm^−1^, with the primary chromophore being nigrosin rather than Hb. Tseng *et al.*\[[@r10]\] developed an algorithm that simultaneously analyzed the spectral and spatial reflectance spectroscopy data based on an iterative fitting approach. For D = 0.3 mm, theoretical estimation error varied from 0.2% to 11%. Although D ranged from 0.1 to 0.6 mm, no data was provided regarding its influence on estimation accuracy. Some limitations to Tseng *et al*'s study include the 8-12 hours required for fitting and the relatively narrow OP range studied (*μ~a~*~1~ = 0.01-7.22 cm^−1^, *μ~s~*~1~′ = 6.25-12.5 cm^−1^, *μ~a~*~2~ = 0.03-18.06 cm^−1^, *μ~s~*~2~′ = 15.41-28.06 cm^−1^), as well as the use of Hb as a superficial layer absorber. In general, the results of these prior studies are comparable to our theoretical results, although it is difficult to anticipate the true level of accuracy that would be achieved by these approaches under experimental conditions.

One of the prime sources of error in the current study results is likely the extremely large parameter space represented by four OP values \[*μ~a~*~1~, *μ~s~*~1~′, *μ~a~*~2~, *μ~s~*~2~′\]. Using single-layer MC and NN models and the current experimental-analytical approach to estimate OPs of single layer phantoms, we achieved mean prediction errors of 4% for *µ~a~* and *µ~s~*′ as compared to 14-42% errors for layered phantoms. This result illustrates that OP estimations in layered tissue are subject to greater error than for homogeneous media. The degradation in predictive ability stems in part from the need to determine four OP values based on a limited set of diffuse reflectance values, which increases the likelihood of non-unique solutions---multiple sets of OPs that produce similar reflectance distributions \[[@r12]\]. Another source of error came from the size of OP range. A wider OP range appears to cause larger errors. Additionally, layered tissue introduces problems such as low sensitivity of reflectance to OP changes under certain conditions (e.g., thin superficial layers).

One of the more encouraging results was the finding that the disagreement between true and estimated values in experimental results ([Figs. 7](#g007){ref-type="fig"} and [8](#g008){ref-type="fig"}) was, in most cases, smaller than the change in OPs from normal to dysplastic tissue. While the sensitivity to detect dysplasia-induced changes is not evident in all cases (e.g., *μ~a~*~1~), OP estimation error does appear to be significantly smaller than the expected change in OPs between normal and dysplastic tissue in other cases (e.g., *μ~s~*~1~′, *μ~a~*~2~′). The ratio of error to difference is important to allow measurement of variations due to standard biological conditions and tissue inhomogeneity as well as to the evaluation of OP changes that occur during progression from normal to dysplastic tissue as well as to cancer. Furthermore, the ability to reliably discriminate between normal and diseased tissue on the basis of OPs may enable this approach to facilitate the detection of neoplastic changes.

Although the experimental results are encouraging, additional testing and improvements will be needed to achieve a consistently high level of measurement quality. While nonlinear optimization fitting improved the accuracy of predicted OPs, additional methods may be needed to reduce the effect of crosstalk. One method to improve original OP measurement may involve selecting specific phantoms for calibration \[[@r31]\]. However, the drawback of this method was that the OP range of calibration phantoms should be similar to that of the samples.

5. Conclusions {#sec1-5}
==============

By combining condensed MC modeling, two-stage NN inverse modeling and nonlinear spectral fitting algorithms with a broadband reflectance spectroscopy system, we developed a novel approach for determination of UV-Vis OPs in layered turbid media. We evaluated this system theoretically and experimentally with phantoms simulating normal and dysplastic epithelial tissue in the 350-600 nm range, and found that it had the capability to provide moderately accurate OP results under most conditions. We were able to measure OPs of selected mucosal-tissue-simulating phantoms (*µ~a~ =* 0.01--25 cm^−1^, *µ~s~*\' = 1--50 cm^−1^) in the UV-Vis range with mean absolute errors that ranged from 14 to 42% under a variety of conditions. While additional modifications may improve performance, these results indicate that our approach should be able to provide useful broadband OP measurements of layered biological tissues such as mucosa.
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